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● Matrix: chicken faeces (GD, Deventer, SPF farm)

● Chicken faeces in freezer overnight to inactivate flies
present

● The chicken faeces samples were contaminated at  
EURL lab with a Salmonella strain

● Design of detection study:
– 4 negative faeces samples
– 6 low level faeces samples (5-10 cfu)
– 4 high level faeces samples (50-100 cfu)

EURL-Salmonella Detection study PPS-2023
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Source: Poultry disease infects 250,000 birds in Northern Ireland (bbc.com)

https://www.bbc.com/news/uk-northern-ireland-57392776


› Weigh 25 g chicken faeces in whirlpool bags

› Contaminate chicken faeces samples with
Salmonella

› Simulate transport and storage conditions:

– Incubation 5 °C and 10 °C for up to 3 
weeks

› Test for

– Salmonella: EN-ISO 6579:1-2017

– Enterobacteriaceae: EN-ISO 21528-2

– Aerobic count: EN-ISO 4833-1:2013

Pre-test: stability of 
samples 
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– Aerobic count is stable during 3 weeks 

storage at 5° C

– Enterobacteriaceae were not present 

except in sample from week 2           

(10000 cfu/g)

Conclusion Pre-tests: background flora

1,0E+00

1,0E+01

1,0E+02

1,0E+03

1,0E+04

1,0E+05

1,0E+06

1,0E+07

1,0E+08

1,0E+09

0 6 13 20

aerobic Enterobacteriaceae



– Salmonella Infantis not stable enough

› Survival looked promissing, but with

increasing concentration less survival

– Salmonella Enteritidis not stable

› After 6 days hardly any positive samples left

– Salmonella Typhimurium rather stable (also in 

previous data)

› Increased concentration PT samples: 15 cfu 

per chicken faeces sample

Conclusion Pre-tests: survival Salmonella Strains
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Chicken faeces samples:

› 6 x Low level STm 15 cfu/sample 

› 4 x High level: STm 50 cfu/sample

› 4 x Negative samples (no Salmonella added)

› Process controls:

– C1: 1 procedure control (BPW only)

– C2: 1 positive control sample (laboratories’ 
own Salmonella control strain)

Study design PT PPS 
2023
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Participants
In total: 37 NRLs PPS

– 27 NRLs from 27 EU Member States

– 9 NRLs from EU countries (a.o (potential) candidate
Member States or European Free Trade Associations 
countries (EFTA))

– 1 NRL from a third country
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Photo: Maskot bildbyrå;  Europa.eu; nl.depositphotos.com



 Transport time

- 24 parcels: 1 day

- 10 parcels: 2 days

- 1 parcels: 4 days

- Lab code 37:  7 days

- Lab code 17:  11 days

 Temperature during transport and storage:

- temperature probe between samples

- transport temperature: - 4,5 °C till + 4,5 °C

- storage temperature: mostly 0,5 °C till 8,5 °C

Transport 
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Temperature profile parcel lab code 17  
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Temperature profile parcel lab code 37  
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Method EURL-Salmonella PT PPS
Prescribed: ISO 6579-1:2017(/A1:2020)

- Selective enrichment on MSRV

- Isolation medium XLD & 2nd agar of choice
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PT samples:  Artificial contamination

Date of
testing

Sample Low level STm
cfu/sample

High level STm
cfu/sample

19 Sept 2023 Inoculum level of 
diluted culture 17 50

2 Oct 2023a

Inoculated chicken 
faeces, stored 5°C

MPN (95% confidence 
limit)

8

(2,5 - 25)

8

(2,5 - 25)

9 Oct 2023b

Inoculated chicken 
faeces, stored at 5°C

MPN (95% confidence 
limit)

0

(0 - 0.675)

1,7

(0.725 - 4)
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a After storage of the inoculated samples at 5°C for 13 days 
b After storage of the inoculated samples at 5°C for 20 days 



Deviations from ISO method
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Lab code
BPW MSRV

T (⁰C) Incubation time T (⁰C) pH Novobiocin

EN ISO 6579-1 34 - 38 16–20 h 41,5 ± 1 °C 5,1–5,4 10 mg/l

1 37 18 42 5.3 mg/L

9 37 20 41.5 5.3 40 mg/L

17 37 24 41,5 5,23 10

25 37 20 41.5 5.2 20 mg/L

26 37 19 41.5 5.23 -

33 37 18,5 41.5 5.4 18 mg/L

34 36.5 18+/-2h 41.5 5.2 0,01 mg/L

37 37 24 41,5 5,2 10



Performance criteria
Contamination level % positive # positive samples/

total # samples

Chicken faeces samples

S. Typhimurium high-level Min. 80 % Min. 3/4

S. Typhimurium low-level Min. 50 % Min. 3/6

Negative (no Salmonella added) 0% 0%

Control samples

Procedure control (BPW only) 0 % 0 /1

Positive control with Salmonella 100 % 1 /1
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Sterile bag labelled
– C1: process control BPW only
– C2 positive control: own 

Salmonella control strain

1 laboratory made administrative                                                      
mistake in mixing up control 
samples: moderate performance

Results control samples
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Samples: specificity, sensitivity, accuracy

Control samples All labs 
n = 37

Procedure control n=1

No. of samples 37

No. of negative samples 37

Specificity in % 100%

Positive control
(own Salmonella)
n=1

No. of samples 37

No. of positive samples 37

Sensitivity in % 100%

All control samples
n=2

No. of samples 64

No. of correct samples 64

Accuracy in % 100%
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Contaminated faeces samples (B1 – B14)
– 4x negative faeces samples
– 6x low contaminated faeces samples
– 4x high contaminated faeces samples

Results contaminated 
samples
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Results: negative chicken faeces samples
Line of good performance
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Results: low contamination chicken faeces samples 
Line of good performance
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Results: high contaminated chicken faeces samples
Line of good performance
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Overall results

Number of positive samples

Negative

n=4

STm low

n=6

STm high

n=4

Criteria good performance 0 ≥3 ≥3

All other NRLs (n = 32) 0 6 4

Lab code (12, 14, 21 and 31) 0 5 4

Lab code 1 0 2 3
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Unsatisfactory performance



Samples: specificity, sensitivity, accuracy

Chicken faeces samples All participants
n=37

Negative samples
n=4

No. of samples 148
No. of negative samples 148
Specificity in % 100%

Low level STm
n=6

No. of samples 222
No. of positive samples 214
Sensitivity in % 96,4%

High level STm
n=4

No. of samples 148
No. of positive samples 147
Sensitivity in % 99,3%

All chicken faeces samples with 
Salmonella n=10

No. of samples 370
No. of positive samples 361
Sensitivity in % 97,6%

All chicken faeces samples
(pos. and neg.) n=14

No. of samples 518
No. of correct samples 509
Accuracy in % 98,3%
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• 7 labs performed a second 
method

• PCR method
• 5 labs validated the method
• 3 labs routine use

• Results similar to bacteriological 
method

Alternative methods
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› Lab code 1: problems detecting 
Salmonella through background flora

› Follow-up: tailor made design
– 9 samples
– 2x negative
– 6x low contaminated (25 cfu/sample)
– 1x high contaminated (200 cfu/sample)

Follow-up study

Workshop EURL-Salmonella | 28 May 2024



Source: Introductie nieuwe opvangbak voor de elektronische… | Hotraco Agri (hotraco-agri.com)
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https://www.hotraco-agri.com/nl/nieuws/introductie-nieuwe-opvangbak-voor-de-elektronische-voerweger/


Control samples:

› Excellent performance: 100% correct scores

› Lab code 21: moderate performance 
(administrative error)

Contaminated chicken faeces samples:

› High level STm: 

• 1 lab scored 1 sample negative

› Low  level STm: 

• 4 labs scored 1 sample negative

• 1 lab scored 4 samples negative

› Negative samples: 100% correct score

› Lab code 1 unsatisfactory performance

› Follow-up study: excellent score

Conclusions PT-PPS 2023
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› PT PPS en PT Food combined

› Compulsary for both NRLs PPS and NRLs 
Food

› Samples: fabric wipes contaminated with 
background flora and high and low 
concentration of Salmonella

› Number of samples: 16

› Results from PT will be also used to 
calculate performance characteristics for 
environmental samples ISO 6579-1

Combined ILS/EURL-Salmonella
PT PPS–Food 2024

27

Week Date Subject

27-35
E-mailing the link to the registration form for the 
Proficiency Test.

Please register by 31 August 2024 at the latest.

39

E-mailing the link for the result form to the 
participants.

E-mailing the protocol and instructions for the 
result form to the NRLs.

Preparation of media by the NRLs.

39
Monday 30 
September 2024

Shipment of the parcels to the participants as 
Biological Substance Category B (UN 3373).

40
No later than 
Monday 2 October 
2024

Start performance of the Proficiency Test upon 
arrival sample but no later than 2 Oct.

44
1 November 2024 at 
the latest

Deadline for completing the result form: 1 
November 2024 (23:59h CET)

After this deadline the result form will be closed.

December 2024 Interim summary report

Timetable 
Combined ILS - PT PPS-Food 2024
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Thank you all for your 

participation in this study
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